
MILLIMETRE CALIBRATION GRID
SIMONE PRO · Optics calibration (Profile › Calibrate optics)
Print at ACTUAL SIZE (100%), not “Fit to page”.
Check with a ruler that both control bars measure 100 mm.
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CONTROL BAR · 100 mm
If it does not measure 100 mm, the print is scaled: print it
again.
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Rest the dermatoscope flat on the grid, with good light and the lines straight to the screen. SIMONE TRICHOLOGY · simonehair.com


